PET with 18 F-FDG shows promise for the evaluation of metabolic activities in atherosclerotic plaques. Although recommendations regarding the acquisition and measurement protocols to be used for 18 F-FDG PET imaging of atherosclerosis inflammation have been published, there is no consensus regarding the most appropriate protocols, and the image reconstruction approach has been especially overlooked. Given the small size of the targeted lesions, the reconstruction and measurement methods might strongly affect the results. We determined the differences in results due to the protocol variability and identified means of increasing the measurement reliability. Methods: An extensive literature search was performed to characterize the variability in atherosclerosis imaging and quantification protocols. Highly realistic simulations of atherosclerotic carotid lesions based on real patient data were designed to determine how the acquisition and processing protocol parameters affected the measured values. Results: In 49 articles, we identified 53 different acquisition protocols, 51 reconstruction protocols, and 46 quantification methods to characterize atherosclerotic lesions from 18 F-FDG PET images. The most important parameters affecting the measurement accuracy were the number of iterations used for reconstruction and the postfiltering applied to the reconstructed images, which could together make the measured standardized uptake values (SUVs) vary by a factor greater than 3. Image sampling, acquisition duration, and metrics used for the measurements also affected the results to a lesser extent (SUV varying by a factor of 1.3 at most). For an acceptable SUV variability, the lowest bias in SUV was observed using an 8-min acquisition per bed position; ordered-subset expectation maximization reconstruction with at least 120 maximum likelihood expectation maximization equivalent iterations, including a point spread function model using a 1 mm 3 voxel size; and no postfiltering. Because of the partial-volume effect, measurement bias remained greater than 60%. The use and limitations of the target-to-blood activity ratio metrics are also presented and discussed. Conclusion: 18 F-FDG PET protocol harmonization is needed in atherosclerosis imaging. Optimized protocols can significantly reduce the measurement errors in wall activity estimates, but PET systems with higher spatial resolution and advanced partial-volume corrections will be required to accurately assess plaque inflammation from 18 F-FDG PET.
Post mortem observations demonstrated that besides progressive stenosis, plaque rupture is the primary cause for myocardial infarction and stroke. Coronary thrombosis and occlusion occur in about two thirds of cases of sudden coronary death. Plaques prone to fissure have been defined as vulnerable plaques and identified by specific anatomic and biologic features. Accordingly, molecular imaging techniques such as PET/CT that visualize molecular targets using different ligands have been developed to identify these high-risk lesions. 18 F-FDG is the most evaluated tracer targeting the macrophage activity in the plaques and shows promise in this setting (1, 2) but also in the evaluation of Takayasu arteritis (3) or aortic aneurysm (4) . For these applications, reliable and reproducible quantification of the intensity of vascular inflammation would be a considerable asset for patient monitoring and assessment of therapeutic response. Yet, an accurate estimate of the tracer uptake in vascular lesions is extremely challenging given the small size of the lesions, compared with the spatial resolution of PET. In particular, uptake measurements in the vascular walls are strongly affected by partial-volume effect (PVE; Table 1) (5), which causes large activity underestimation in structures that are typically less than 3 times the spatial resolution in the reconstructed images. Assuming a constant uptake in a lesion, the bias in uptake measurements introduced by PVE depends on several parameters, including the volume of the lesion, its shape and contrast with respect to surrounding tissue, and the spatial resolution in the PET images. It also depends on how the uptake is locally measured (6, 7) . Because of the large number of parameters PVE depends on, it is extremely challenging to predict and compensate. An analysis of the literature shows that there is currently no consensus on the acquisition protocol and quantification procedures used to characterize vascular abnormalities from PET images. Yet, because of PVE, how images are acquired, reconstructed, and analyzed might actually strongly affect the reliability of the resulting measurements. This lack of consensus thus makes it difficult to objectively compare results reported in different studies and also prevents any metaanalysis of the literature. In that context, focusing on atherosclerotic lesions only, the purpose of this study was 2-fold: first, to review the various image acquisition, reconstruction, and analysis protocols that are currently used to assess vascular lesions, and second, to determine the magnitude of the differences in results that can be due to these variations in protocols.
MATERIALS AND METHODS
We first performed an extensive literature search to characterize the variability in atherosclerosis imaging, reconstruction, and quantification protocols. We then performed highly realistic simulations of atherosclerotic lesions based on real patient data to determine the impact of various parameters involved in the acquisition and processing protocols on the values derived from the images.
Analysis of Literature
A literature search was performed using PubMed (http://www.ncbi. nlm.nih.gov) based on the regular expression "(fluorodeoxyglucose OR FDG) AND (athero*) & (Positron Emission Tomography OR PET)," covering all PubMed content until November 2013. A manual cross-referencing of articles cited in the papers resulting from that search was also performed to complete the review. Only studies involving patient PET images were included, with papers reporting preclinical data only discarded.
All articles resulting from this selection were analyzed to precisely identify the acquisition protocol, the reconstruction method and associated parameters, and the way quantitative analysis was performed. Table 2 summarizes all parameters that were systematically noted for each article.
On the basis of the injected activity, postinjection delay, and acquisition duration, an index I counts characterizing the number of counts in the raw data was systematically calculated. This index was defined as the mean injected activity per kilogram at acquisition time multiplied by the mean acquisition duration. The means of injected activity per kilogram and acquisition duration were used instead of the patient individual values because these values were never reported.
The reconstruction algorithm was noted, and when an iterative algorithm involving subsets was used, we recorded the effective number of iterations (ENIs), defined as the product between the number of subsets and the number of iterations. Resolution recovery based on the modeling of the point spread function (PSF) of the imaging system within the reconstruction procedure was noted when performed.
For quantitative analysis, the measured metric, the size of the volume of interest (VOI) in which the measurement was performed (single voxel value or region of interest), and the VOI delineation method were recorded. We also noted whether data were corrected for PVE. The mean and range (reported here as [max -min]/2) of the measured metric values observed over all patients were also recorded.
Assessment of Impact of Various Acquisition/ Reconstruction/Analysis Procedures
To study the impact of variations in acquisition, reconstruction, and data analysis methods, we performed highly realistic simulations of atherosclerotic lesions based on real patient data. The advantage of using simulations is that unlike in real scans, the precise lesion features are fully known, and the bias and variability of the estimated quantity of interest can be objectively determined. We simulated 2 lesions with distinct features to illustrate how various parameters involved in the acquisition and processing protocols affect the values derived from the images in different situations. Simulations and Default Settings. A model of an atherosclerotic lesion was developed based on the XCAT numeric phantom (8) . Because this phantom does not include any arterial wall (only the blood in the arteries and veins is modeled), an extended version of the XCAT was developed including walls with a thickness linearly related to the arterial diameter (9) . An atherosclerotic lesion was modeled as a lipid core surrounded by an inflammatory region consisting of activated and inflammatory cells with enhanced 18 F-FDG uptake in the wall in which macrophages accumulate (10) . In the numeric model, the lesion was defined as the intersection of the wall with a portion of an off-centered extruded cylinder with variable angular coverage and length (Fig. 1) . Two lesions were considered. The first was a 10-mm-long, 60º-wide lesion (0.032-mL lesion) with an 8:1 lesion-to-blood activity ratio (LBR) corresponding to a true SUV of 14.1, in which we expected a strong PVE. The second lesion was a 30-mm-long, 300º-wide lesion (0.477-mL lesion) with an 8:1 LBR and true SUVof 14.1, in which PVE should be less pronounced because of the larger lesion size (Figs. 1A and 1B). Images were sampled with voxels of 1 · 1 · 1 mm. To mimic a realistic PET scan, activity values in the surrounding organs were set as described in Table 3 , assuming 4 MBq/kg injected 120 min before the PET acquisition. The values set in each compartment listed in Table 3 were derived from the mean values measured in the same compartments in 6 healthy subjects. An example of the resulting activity map is shown in Figure 1C . The elemental compositionof the lesion and surrounding tissues was taken from Woodard (11) . On the basis of these activity and tissue composition distributions, PET scans were simulated using the GATE V6.1 Monte Carlo simulation software (12) , without any variance reduction technique to properly reproduce the statistical properties of real data. They corresponded to 1 bed position (18-cm long) located on the neck acquired with a Gemini GXL PET/CT scanner (Philips) (13) . The acquisition duration was set to 8 min. To assess the variability of the measurements, 10 replicates of each acquisition set-up were simulated for which only the initial seed of the Monte Carlo engine was changed.
The simulated data were reconstructed using an ordinary Poissonweighted ordered-subset expectation maximization (OSEM) algorithm (14) with 10 subsets varying the number of OSEM iterations from 1 to 15 (i.e., 10 to 150 ENIs to reach a different trade-off between spatial resolution and noise. The reconstruction included attenuation and scatter corrections. The algorithm optionally included an image space model of the system PSF (15) that was turned off by default. The voxel size in the reconstructed images was 4 · 4 · 4 mm (0.064 mL). No postfiltering was used by default.
Lesion Characterization. To characterize the lesions from the reconstructed PET images, VOIs corresponding to the true hypermetabolic atheromatous volume were used. Three metrics were systematically calculated: SUV max , defined as the maximum voxel value in the VOI; SUV mean , equal to the mean value in the VOI; and SUV meanofmax defined as the mean of the SUV max measured in all transaxial slices encompassing the simulated lesion. Impact of Changes Induced by Differences in Protocols. Using the simulated data, we studied how a change in the acquisition or data processing protocol affected the 3 metrics derived from the images.
To determine how the injected dose or acquisition duration affected the measurements, we compared the measured values obtained from the 8-min-duration PET scan with those obtained with 4-min PET scans obtained using half of the simulated events. This comparison was performed without any PSF modeling during the reconstruction and without postfiltering of the images reconstructed using a 4 · 4 · 4 mm voxel size. All subsequent comparisons were performed using the data resulting from the 8-min-duration acquisition. Hereafter, we refer to these protocols as the d8-v4 and d4-v4 protocols. Resolution recovery* *We investigated influence of parameters noted with asterisk using simulated data (see "Assessment of Impact of Various Acquisition/ Reconstruction/Analysis Procedures" section). The impact of the postreconstruction filter in the images reconstructed using a 4 · 4 · 4 mm voxel size was investigated by comparing the metric values obtained without PSF modeling and without postfiltering (d8-v4 protocol) with those obtained without PSF modeling but with a 3-dimensional gaussian postfiltering of 4 mm in full width at half maximum (FWHM) in each direction (d8-v4-f protocol).
The change in metric measurements brought by an isotropic 4 mm in FWHM gaussian kernel PSF modeling within the reconstruction was assessed by comparing the metric values when no PSF was modeled and no postfiltering was applied with the values obtained with PSF modeling and without postfiltering. This comparison was performed for images reconstructed using 4 · 4 · 4 mm voxels (d8-v4 and d8-v4-psf protocols) but also for images reconstructed using a voxel size of 1 · 1 · 1 mm (d8-v1 and d8-v1-psf protocols).
The impact of the voxel size in the reconstructed images on the metric values was studied by comparing the measurements obtained for image sampling of 1 · 1 · 1 mm (0.001 mL) and 4 · 4 · 4 mm (0.064 mL) in the 2 lesions, with PSF modeling (d8-v4-psf and d8-v1-psf protocols) and without PSF modeling (d8-v4 and d8-v1 protocols) during the reconstruction and without postfiltering of the reconstructed images.
For all configurations, the 10 simulated replicates were reconstructed so that a sample of 10 values of the metric of interest (SUV max , SUV mean , or SUV meanofmax ) could be calculated. All results are reported as a curve of the mean error over the 10 replicates (expressed in percentage of the true SUV 5 14.1) for which the percentage error is defined as:
Eq. 1 as a function of the SD of the SUV (in SUV units) over the 10 replicates, for which each point of the curve corresponds to a given number of iterations. We displayed only results corresponding to an acceptable level of noise in the reconstructed images-that is, an SUV SD equal to or less than 0.5 SUV units. This threshold has been chosen given that the measured SUVs are typically between 1 and 5, with 0.5 thus corresponding to between 10% and 50% of the measured SUV.
RESULTS

Analysis of Literature
The number of publications obtained using our Acquisition Protocols. In the 49 articles, we listed 55 acquisition protocols (6 articles reported results obtained using 2 different protocols), among which 53 differed in the acquisition system or the injected dose or postinjection delay or acquisition duration. Fortytwo of 55 (76%) protocols involved a hybrid PET/CT scanner sometimes in combination with MR data (4/42 5 10%). Only 1 acquisition protocol involved a hybrid PET/MR scanner, 7 of 55 (13%) involved a PET scanner in combination with CT data, 2 of 55 (4%) involved a PET scanner plus MR data, and 3 of 55 (5%) involved PET data acquired on a standalone PET scanner combined with both CT and MR data. The investigated arterial beds were most often the carotid artery (in 48/55 5 87% protocols) or the aorta (24/55 5 44%), whereas the other protocols focused on the iliac (9/55 5 16%), femoral (8/55 5 15%), coronary (3/55 5 5%), and subclavian (1/55 5 2%) arteries.
The injected activity varied from 2.52 to 10.57 MBq/kg, and the time between injection and PET acquisition was between 45 and 190 min. The acquisition duration per bed position varied between 1 and 30 min. The mean I counts was 35.21 6 27.20 MBq/kg min. In 16 of 55 (29%) protocols, neither the injected dose nor the postinjection delay nor the acquisition duration was reported.
Reconstruction Procedures. We listed 51 different reconstruction procedures that varied in the reconstruction algorithm or associated corrections. In 9 of 51 (18%), image reconstruction was performed using filtered backprojection. OSEM-like algorithms were used in 23 of 51 (45%) and row-action maximum likelihood algorithm in 3 of 51 (6%), and 17 of 51 (33%) procedures did not mention the reconstruction algorithm used to produce the images. When using OSEM, 62 6 30 ENIs. The were used (range, 24-126). ENI was not reported in 11 of 23 (48%) reconstructions involving OSEM.
Attenuation correction was explicitly mentioned in 41 of 51 (80%) reconstruction procedures and scatter correction in 12 of 51 (24%), and 2 articles (16,17) explicitly mentioned PSF modeling within the reconstruction algorithm. Ten of 51 (20%) procedures did not provide any information regarding the corrections that were used.
The spatial resolution in the reconstructed images was given for only 4 of 51 procedures (8%), whereas for 7 of 51 (15%), only the National Electrical Manufacturers Association spatial resolution was mentioned. No information regarding spatial resolution was provided in the other 41 of 51 (80%) procedures.
The voxel size in the reconstructed images varied from 0.7 · 0.7 · 2.03 mm (0.001 mL) (16) to 4.3 · 4.3 · 4.25 mm (0.079 mL) (18) and was not given for 36 of 51 (71%) procedures. A single article (16) explicitly mentioned a postreconstruction 2-mm filtering step.
Quantification Methods. Regarding image analysis, the 49 articles reported 97 quantification protocols, among which 36 differed either by the metric used or by the method used to calculate that metric. Most protocols (93/97) derived a metric from the PET images, and only 4 of 97 used visual grading (19) (20) (21) (22) . Regarding the quantitative metric, uptake was characterized using SUVs in 37 of 94 (39%) protocols and using target-to-blood activity ratios (TBRs) in 52 of 94 (55%) cases. Other metrics were the ratio of the lesion uptake to the normal wall activity concentration (23) and the ratio of the lesion uptake to the lung uptake (22) . Two articles used 18 F-FDG PET dynamic imaging to normalize the activity measured in the lesion by the integral of the input function (24) or to calculate the Ki influx constant using a Patlak analysis (25) . To assess the overall severity of the disease by accounting for several lesions in a segment or in multiple vessels (at least carotid, aorta, iliac, or femorals), the number of lesions was measured in 3 of 94 (3%) quantification protocols (26) (27) (28) . Atherosclerotic burden defined as the sum of SUV or TBR over targeted lesions was also calculated in 2 articles (27, 29) . In addition to differences in the metric of interest, even a given metric did not always obey the same definition. In particular, SUVs were normalized using either the body weight (17/37 5 46%), the lean body mass (4/37 5 11%) (30) , or the body surface area (3/37 5 8%) (25) . In 15 of 37 (41%) articles using SUV, the normalization approach was not mentioned. A single article (31) corrected the SUV for the blood glucose level. SUV and TBR were often calculated from mean (36/94 5 38%) or maximum values (30/94 5 32%) over a region of interest, leading to SUV max and TBR max or SUV mean and TBR mean metrics. Some protocols (26/94 5 28%) averaged the maximum values over all transaxial slices encompassing the lesion, corresponding to what we call SUV meanofmax or TBR meanofmax in our paper (32) . SUV mean was calculated in a VOI that was manually drawn, either from the PET only or based on PET and anatomic information derived from the associated CT (29) or MR (25) . SUV meanofmax was calculated by extracting the list of N maximum values for each of the N slices encompassing the lesion and either calculating the mean of these N maximum values or calculating the mean of the M maximum values in M consecutive slices (M , N) chosen so as to maximize that mean. This latter metric characterized what was called the most-diseased segment (33) . TBR metrics varied as a function of how the lesion uptake was measured and how the blood uptake was measured, either in jugular veins or in the vena cava. The sizes of the VOI used to calculate SUV mean or the numerator of TBR-like metrics were precisely reported in only 6 of 94 (6%) protocols. Depending on the study, the SUV max corrected for body weight averaged over all patients included in the study varied between 1.76 and 2.87, whereas the averaged patient SUV mean was between 1.24 and 1.87. Similarly, the TBR max averaged over all patients in a study varied between 1.46 and 2.68, whereas TBR mean varied between 1.19 and 1.64.
Only 1 article corrected the uptake measurement from PVE (25) using the geometric transfer matrix approach (34) based on the segmentation of an MR image associated with the PET scan. In this article, the authors used PVE-corrected SUV, TBR, and Ki to characterize the lesion.
Impact of Acquisition and Processing Parameters on Measured Values
Simulated images closely mimicked patient images, in terms of both lesion appearance and surrounding activity distribution (Fig. 2) . The same simulated lesion produced highly different images as a function of the acquisition and reconstruction protocols (Fig. 3) .
The spatial resolution in the reconstructed images estimated from a point source off-centered by 10 cm in the transaxial plane of the field of view and reconstructed with 150 ENIs, 1-mm voxel size, and PSF modeling was 4.7 mm in FWHM.
For the large lesion (Fig. 4) , the mean error in SUV max estimates (yaxes in the graphs of Fig. 4 ) varied between -91% and -65% of the true 14.1 SUV (SUV max 5 1.2-5.0 instead of 14.1) as a function of protocol (Fig. 4A) , between -93% and -81% for SUV mean (SUV mean 5 1.0-2.6) (Fig. 4B) , and between -92% and -53% for SUV meanofmax (1.1-6.6) (Fig. 4C) . For the smallest lesion (Fig. 5) , these mean errors varied between -94% and -83% as a function of the protocol with SUV max (0.8-2.4) (Fig. 5A) , between -95% and -89% with SUV mean (0.8-1.5) (Fig. 5B) , and between -95% and -87% with SUV meanofmax (0.8-1.8) (Fig. 5C) .
When looking at the variability of the estimated SUV over the 10 replicates, for the large lesion (x-axes of Fig. 4) , the SD of SUV max was less than 0.5 SUV units for all protocols except d8-v1, suggesting that the bias in measurement was quite stable over replicates (Fig. 4A) . For SUV mean , it was even more stable because the SD was always less than 0.1 SUV units (Fig. 4B) , whereas for SUV meanofmax , it was less than 0.3 SUV units except for d8-v1 (Fig. 4C) . The SD of SUV max in the small lesion (Fig. 5) was less than 0.5 SUV units for all protocols except d8-v1 (Fig. 5A) , whereas for SUV mean (Fig. 5B ) and SUV meanofmax (Fig. 5C ), it remained less than 0.4 SUV units except for the d8-v1 protocol. Overall, the biases in plaque SUV estimates are large (.60% whatever the lesion and the measurement method), but they can be significantly reduced by increasing the number of iterations-that is, moving toward the top of each graph without excessively increasing the variability of the measurement (Figs. 4 and 5) . Indeed, the SD of the estimated SUV (x-axis of the graphs) was always less than 0.5 SUV units except for d8-v1 when measuring SUV max (only the point corresponding to 10 ENIs has been shown in Fig. 4A ; the point corresponding to 20 ENIs would correspond to an SD of 1.8 SUV units and a mean error of 246% and the points corresponding to 150 ENIs would correspond to an SD of 3.4 SUV units and a mean error of 156%). 
DISCUSSION
Our analysis of the literature showed the huge variability in the 18 F-FDG PET imaging protocols used to assess the inflammation associated with the plaques present in the arterial bed. The differences first concerned the acquisition protocol. This variability could be due to the fact that about one third of the studies (15/49) were retrospective studies using data that were initially acquired for cancer investigation and then revisited to investigate vascular inflammation. Yet, even when these 15 studies were removed, the variation in I counts was still 37 6 24 MBq/kg min (against 35 6 27 MBq/kg min for all 49 studies). Differences also related to the reconstruction protocols. Iterative reconstruction was used in half of the studies mentioning the reconstruction algorithm, but one third of the reports did not mention which algorithm was used to produce the images. Again, these differences might be due to the fact that part of the studies were initially designed for tumor imaging, so that images were not necessarily reconstructed using a protocol suitable for accurate quantification in subcentimeter lesions. Key parameters such as the spatial resolution and the voxel size were not even mentioned in almost 70% of the articles. This lack of appropriate reporting prevented a sound comparison of the results given that spatial resolution and voxel size highly affect the severity of PVE and tissue fraction effect (5), which in turn strongly biases the measurements in small lesions such as plaques. Last, protocols highly varied in the metrics used to assess the severity of the disease. This high variability reveals a lack of consensus regarding which parameter should be measured and how this should be done. Most studies (89%) measured either an SUV or a TBR but still differed in the way these metrics were estimated. The precise definition and size of the region used to make the measurement were reported in less than 10% of the articles. Only 6% of the studies used metrics that gave an overall assessment of the disease by combining measurements performed in different locations of single or different targeted segments.
These observations demonstrate the need for harmonization and systematic reporting of 18 F-FDG PET imaging procedures of vascular wall inflammation to facilitate the comparison of results between studies. Also, such a comparison should account for the fact that in retrospective studies involving oncology patients, there might be confounding radiation-and chemotherapy-related vascular inflammation and alterations in the metabolic milieu related to the underlying malignancy itself. Therefore, SUV arterial wall signals assessed in oncology subjects will remain difficult to compare with those measured in noncancer patients.
Using 2 simulated lesions, we observed that the bias in SUV estimates was large whatever the acquisition and reconstruction protocol. This large bias is due to the small thickness of the inflammatory part of the atherosclerotic lesions (typically ;1 mm) associated with a small longitudinal extent (typically 1-3 cm) with respect to the spatial resolution in the reconstructed images (;5 mm). In particular, the lesion thickness was well below 3 times the FWHM of the PSF characterizing the imaging system, making it impossible to properly recover the activity concentration without any sophisticated PVE correction.
Despite these high errors, we identified various approaches that minimized the biases. The parameter that most affected the error was the number of iterations used in reconstruction. The use of too-few iterations maximizes the bias, especially for SUV max , whereas SUV mean is the least sensitive to that number. The benefit of using an increased ENI was observed for all reconstruction schemes (Figs. 4 and 5) , without excessive increase in the variability of SUV estimates. Using a high ENI is especially important when modeling the PSF in the reconstruction, because such a modeling reduces the speed of convergence. Yet, in most articles surveyed as part of our literature analysis, most reconstruction protocols used fewer than 60 ENIs. For the largest lesion reconstructed with a 1-mm voxel size and PSF modeling, varying the ENIs from 60 to 150 increased SUV max from 3.8 to 5.1.
Postfiltering always had a detrimental effect on SUV recovery, as it further blurred images, hence amplifying PVE. Although using a low iteration number and postfiltering improved visual image quality (Fig. 3) , this was at the expense of quantification accuracy, suggesting that the images that are used for visual interpretation should not be the same as the ones from which measurements are performed.
Using finely sampled reconstructed images associated with PSF modeling also systematically reduced the bias in uptake estimates, although the effect was not as high as that brought by increasing the number of iterations or removing postfiltering. When small voxels are used, noise regularization is absolutely needed to avoid excessive noise in the reconstructed images as shown by comparing Figures 3E  and 3F . Such noise regularization can be introduced by modeling the PSF during the reconstruction process, as shown by comparing the orange and light blue curves in Figures 4 and 5 . The impact of the voxel size was the highest for SUV max and the lowest for SUV mean . It was almost negligible for the large lesion.
The acquisition duration modified the measured values to a small extent: increasing the acquisition duration decreased the variability of the error for a given bias. This was especially true for SUV max .
The metrics systematically affected the resulting error, with the smallest biases observed with SUV max and the largest bias observed with SUV mean .
Overall, for an SD in the measurement less than 0.5 SUV units, the lowest bias was always estimated using the protocol involving an 8-min acquisition and a reconstruction including a PSF model using a 1 · 1 · 1 mm voxel size and no postfiltering, with at least 120 ENIs when using an OSEM approach. This was true whatever the metrics and the lesion. Yet, even with these optimized parameters, the mean error is SUV estimate remained high because of PVE. Several strategies can be considered to reduce these errors: improving the spatial resolution of the PET images based on hardware development and implementing explicit partial-volume correction (7) . Also, in our study, we did not simulate motion, which introduces extra PVE, so motion should be compensated as well for increased accuracy (35) . PVE correction is difficult to implement because the inflammatory part of the lesion cannot be seen in CT. PET/MR protocols might substantially ease the implementation of PVE by facilitating the delineation of plaque components (25) . Improvements in these 3 directions will certainly enhance the value of plaque imaging using 18 F-FDG PET. Still, even before such new features become practical in the clinics, the systematic and precise reporting of the acquisition, processing, and measurement protocols would considerably facilitate the reviewing of the literature and the interpretation of the data and might help explain contradictory findings (31, 36) .
Given the high biases affecting the measurements, one can wonder how 18 F-FDG PET plaque imaging has been found useful to identify patients at high risk of plaque rupture (37) . Although the bias is high, the variability of the bias is not so high, especially because the number of iterations is always rather low in published reports. Thus, for a given protocol, the magnitude of the error will be related to the lesion size and contrast. Even if the measurement is wrong, it bears information regarding the lesion features. The measured metrics describe a combination of activity concentration and lesion size (5,7). For a given lesion size, despite the bias, the measured value will reflect the activity concentration. For a given activity concentration, the measured value will be larger for larger lesions. When both the size and the activity concentration decrease, the measured metrics decrease as well. As the measured metrics reflect a combination of activity concentration and lesion size, they still convey useful information regarding the lesion.
In this article, we analyzed SUV only. The use of TBR has been justified by indicating that it was a blood-corrected uptake measurement (31, 38 ). Yet, blood activity actually adds to wall activity due to the spatial blurring of the PET images (imperfect spatial resolution) and to the tissue fraction effect. Mathematically, we have:
OWA 5 a:RWA 1 b:BA;
Eq. 2 where OWA stands for observed wall activity, RWA stands for real wall activity, BA stands for blood activity, and a and b are 2 unknown weighting factors. The weight a is less than 1 because of the spill-out of wall activity in neighboring regions. Even if BA could be precisely measured, the resulting so-called TBR used in current articles would be:
TBR 5 OWA=BA 5 a:RWA=BA 1 b; Eq. 3 which is an accurate estimate of RWA only if b 5 0 and a/BA 5 1, that is, OWA 5 BA.RWA, as if the blood contamination was a multiplicative process instead of an additive one. Therefore, there is no legitimate rationale for using TBR instead of SUV. In addition, the use of TBR increases the variability of the measurements because of the biologic and measurement variability of the blood uptake, as actually underlined or suggested in a few articles (37, 39) . The variance of TBR is indeed the sum of the variance in OWA and of the variance of the estimated BA, making TBR less reproducible than SUV. Last, our study focused on 18 F-FDG as a marker of the inflammatory component of atherosclerosis. Other tracers targeting plaque features or some other components of an atherosclerotic lesion, such as the promising 18 F-fluoride (40) , would also lead to focal uptake of spatial extent similar to 18 F-FDG, suggesting that the observations reported in this paper would have some relevance for those tracers.
CONCLUSION
Current 18 F-FDG PET protocols in atherosclerosis imaging present a huge variability, calling for some harmonization. Optimized protocols can significantly reduce the measurement errors in characterizing plaques although the remaining biases remain large. PET systems with higher spatial resolution and advanced partial-volume corrections will be required to accurately assess plaque inflammation from 18 F-FDG PET.
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